Microbial respiration-based microbiosensors used for quantification of available dissolved organic carbon (ADOC) instantaneously respired by microorganisms are described. The sensing membranes contained aerobic seawater microorganisms immobilized in a polyurethane hydrogel. Molecular investigations revealed that the bacterial strain used was most closely related to Staphylococcus warneri. This strain was characterized by low substrate selectivity, which was reflected in the response to various mono-and disaccharides, short-chain fatty acids, and amino acids, as determined using Biolog microplates. Specific emphasis was placed on critically assessing biosensor functioning that was affected by preconditioning of the selected bacterial strain, chemical and geometric properties of the sensing membrane (e.g., composition, permeability, and thickness), and the distribution, biomass, and physiological state of immobilized cells, as well as the exposure conditions (e.g., temperature and nutrient supply). The sensors revealed that there was a linear response up to a glucose concentration of 500 M depending on the type, characteristics, and recent history of the sensors. The detection limit of the sensors was equivalent to about 6 to 10 M glucose. The 90% response time ranged from 1 to 5 min. Generally, the response of the biosensors became weaker with time. The shelf lives of individual sensors were up to 2 weeks. Measurements based on optical ADOC microbiosensors revealed that in photoautotrophically dominated sandy coastal sediments, the pool sizes and turnover of ADOC were regulated by the photosynthetic activity of benthic microalgae and microbial aerobic respiration. A large increase in ADOC production was observed shortly after the microphytobenthic primary production reached the maximum value at midday, whereas ADOC was consumed by microbial respiration during the night.
A relatively new and challenging technique in microbial ecology is the use of whole-cell microbial biosensors (12, 14, 48) for measurement of various organic and inorganic compounds in aquatic environments. Such biosensors consist of a transducer (e.g., an electrochemical electrode or optode) (for reviews, see references 2, 4, 9) in conjunction with prokaryotic or eukaryotic microorganisms that either are immobilized in a polymeric matrix or are suspended in a reaction chamber in front of the sensor tip. Metabolic functions, such as respiration or the luminescence of cells, are used to monitor the concentration of analytes that are either substrates or inhibitors of these processes. Depending on their selectivity, biosensors enable workers to measure either a specific microbial response to a single compound (specific biosensors) or a common response to groups of environmental compounds (nonspecific biosensors). The rapid and sensitive responses of biosensors have been utilized to determine the presence of a broad spectrum of substances, especially for environmental control (e.g., biosensors for environmental contaminants [47] ) and toxic substances [16, 43] ) and for use in the food industry (44) and biotechnology. There is an inexhaustible spectrum of microorganisms that have different metabolic capacities (for an overview, see reference 39) which are potentially available for detection of various organic and inorganic chemical substances.
During the last decade there has been special interest in the development of microbial microbiosensors for describing the small-scale distribution of ecologically relevant analytes in benthic microhabitats (6, 23, 38) . Bacterium-or yeast-based microbiosensors have been developed for microscale measurement of microbially available dissolved organic carbon (ADOC) (32) in oxic environments, microbially available volatile fatty acids (e.g., acetate, propionate, and lactate) in anoxic environments (29) , and nitrate and nitrite (24, 25, 28, 33) and methane (7, 8) in the pore water of sediments. All these microbial biosensors were characterized by measuring tips as small as 25 to 100 m. Due to their small size and the efficient diffusional transport of substrates at a micrometer scale, microbiosensors respond much faster to changes in analyte concentrations than macrobiosensors respond. They enable us to understand the functioning of benthic microbial communities that interact during production and consumption of ecologically relevant substances, as mentioned above.
In this study we focused on biochemical and physiological properties of respiration-based ADOC microbiosensors that measure all of the dissolved organic carbon compounds that are instantaneously respired by the immobilized cells. Increased knowledge of sensor characteristics allowed us to critically assess sensor functioning and to develop a novel fiber optic-based ADOC microbiosensor. Here we describe the first attempt to use a fiber optic-based ADOC microsensor for continuous online measurement in a microphytobenthic colonized sediment. Combined microsensor-based measurements of ADOC, oxygen, and light intensity obtained during light and dark periods enabled us to obtain insight into short-term variations of ADOC concentrations in a benthic habitat.
MATERIALS AND METHODS
Isolation, selection, and storage of bacteria suitable for microbiosensors. Aerobic chemoorganotrophic bacteria were isolated from brackish water (depth, 1 m; east coast of the Island of Hiddensee; 54°35.00ЈN, 13°7.20ЈE; southern Baltic Sea, Germany). Water samples were plated on modified ZoBell (ZB) medium (49) containing 0.5% (wt/vol) peptone, 0.1% (wt/vol) yeast extract, and 0.85% (wt/vol) NaCl (pH 7.0) and incubated in the dark at 21°C for 3 days. The pure bacterial cultures obtained were grown aerobically in ZB medium with shaking at 21°C. Bacterial strains suitable for microbiosensors were selected on the basis of their substrate utilization potential (selectivity) and oxygen consumption when they were exposed to glucose as a carbon source. To test these physiological parameters, 40 ml of freshly grown bacteria in the early stationary phase (10 h) was harvested by centrifugation at 4°C at 2,500 ϫ g for 10 min using a refrigerated centrifuge (1.0 R Heraeus Megafuge). The pellet was washed twice with 30 ml of mineral salt medium (MSM), which contained 0.5% (wt/vol) NaCl, 0.1% (wt/vol) KCl, 0.1% (wt/vol) NH 4 Cl, 0.05% (wt/vol) K 2 HPO 4 · 2H 2 O, 0.02% (wt/vol) MgSO 4 · 7H 2 O, and 0.01% (wt/vol) CaCl 2 · 2H 2 O (pH 7.0), and then it was resuspended in 40 ml of the same medium. The substrate utilization potentials of the bacterial isolates were determined by transferring 150-l aliquots of cell suspensions (optical density at 578 nm, 1.5) into 96-well Biolog microplates (type GP2) (19) . The microplates were incubated in the dark at 37°C for 2 days. Strains with a broad substrate spectrum and a positive response to glucose were selected. For measurement of oxygen consumption, 60-ml glass serum vials with butyl rubber stoppers (Supelco, Bellefonte, PA) were filled with MSM containing 1% (wt/vol) glucose, and then 1.5-ml portions of cell suspensions (optical density at 578 nm, 1.5) of 10 bacterial isolates were added. Bacterial oxygen consumption was measured continuously at 21°C for 6 h with optical oxygen microsensors (type B; PreSens, Regensburg, Germany) mounted in the silicone stoppers of the vials.
Bacterial stock cultures were maintained in cryotubes containing glass beads covered with a cryopreservative solution (Mast Diagnostica, Reinfeld, Germany) as described by Feltham et al. (10) and Jones et al. (18) . These tubes were inoculated with cells from a freshly grown culture (1 day) and then stored at Ϫ20°C. Bacterial cells in cultures inoculated from these tubes were harvested at the beginning of the stationary phase (10 h) and immobilized in oxygen microsensors.
Phylogenetic analysis of the bacterial strain isolated. Genomic DNA of the bacterial strain selected was extracted as described by Fesefeldt and Gliesche (11) . PCR amplification of the 16S rRNA gene was performed as described by Rainey et al. (35) , and sequencing reactions were performed by SEQLAB (Sequence Laboratories, Göttingen, Germany). To determine the closest relatives of the bacterial strain selected, the phylogenetic position (based on positions corresponding to positions 9 to 1510 of the Escherichia coli 16S rRNA gene) (3) was determined using the ARB database (42) .
Morphological and physiological studies of the bacterial isolate. Morphological characteristics, including the cell size, shape, and arrangement, of the bacterial isolate were determined microscopically (Axiophot; Zeiss). Determination of relevant physiological parameters involved testing the tolerance of the isolate to salinity and temperature by growing cells on agar plates. For this, freshly grown bacterial cells were plated on agar plates containing modified ZB medium containing 0.5 to 1.0% (wt/vol) NaCl and incubated aerobically at different temperatures (21, 48 , and 60°C) for 3 days. Bacterial growth was monitored by recording the optical densities at 578 nm of the bacterial cultures in ZB medium containing 0.85% (wt/vol) NaCl incubated at 21°C at 30-min intervals up to 7 h. The percentages of cells with active respiration based on the total number of bacteria during different growth phases were determined using 200-l subsamples and double staining with the fluorescent electron transport systemspecific reagent 5-cyano-2,3-ditolyl tetrazolium chloride (CTC) (final concentration, 5 mM) and 4,6-diamidino-2-phenylindole (DAPI) (final concentration, 5 g ml Ϫ1 ) (37, 41) . The total number of cells and the number of cells with active respiration were determined by epifluorescence microscopy using UV and green excitation light (wavelengths, 365 nm and 510 to 560 nm, respectively). The potential responses of the isolate to different carbon sources were analyzed using Biolog GP2 microplates (19) as previously described. API ZYM test strips (bioMérieux, Lyon, France) were used to screen the bacterial isolate for a range of hydrolytic enzymatic activities. Freshly grown cells in the early stationary phase were transferred to the solution delivered by the manufacturer of the API ZYM strips. The API ZYM strips were incubated in a humid chamber at 37°C for 4 h.
Construction of sensing membranes. Polyurethane (PU) (NeoRez R-970; NeoResins, Waalwijk, The Netherlands) membranes containing microorganisms were constructed by mixing viable cells with a mixture of PU and polyvinylalcohol (PVA) (Elvanol 71-30; DuPont, Germany) (36) . Bacterial cells were grown in 40 ml of modified ZB medium supplemented with 1% (wt/vol) glucose at 21°C. Cells in the early stationary growth phase (10 h) were harvested by centrifugation at 2,500 ϫ g for 10 min (1.0 R Heraeus Megafuge), washed twice with 30 ml of MSM, and resuspended in approximately 0.4 ml of MSM. Then 100 to 200 l of the bacterial suspension was thoroughly mixed with 180 l of 12% (vol/vol) PU and 20 l of 5% (wt/vol) PVA. Sensing membranes used for amperometric ADOC microbiosensors were prepared by adding 20 to 50 l of the mixture to tapered tips of silane-coated glass micropipettes (inside diameter, 0.5 to 0.8 mm). The resulting cell-loaded PU membranes were dried for 1 h at room temperature and then stored at 4°C until they were used. The thickness of the soaked membranes used for amperometric microbiosensors ranged from 850 to 1,500 m.
Visualization of immobilized cells in PU membranes. Glass slides (5 mm by 5 mm) were covered with a thin layer of cell immobilisate prepared as described above. The cell immobilisate was dried for 1 to 2 h at room temperature, frozen for 5 to 7 h at Ϫ20°C, and then soaked in carbon-free MSM for 0.5 h at room temperature. Cell immobilisates were processed by sequential fixation with 2% (vol/vol) glutaraldehyde and 1.3% (wt/vol) osmium tetroxide and several washes with carbon-free MSM. To reduce cell shrinkage, an additional sequential fixation with 2% (wt/vol) tannic acid and 2% (wt/vol) uranyl acetate was performed (13), followed by sequential dehydration with ethanol at concentrations increasing from 10 to 60% (vol/vol). Samples were gold coated (Polaron SC 7640 sputter coater) and viewed with a Carl Zeiss scanning electron microscope (model DSM 940 A).
Microbiosensor construction. To construct amperometric microbiosensors, a micropipette tip containing a dried sensing PU membrane was cut off and fastened with a microclamp in a stative holder (Fig. 1A) . The sensing membrane was soaked in air-saturated carbon-free MSM for at least 2 h at 21°C. A Clarktype oxygen microelectrode constructed in our laboratory was connected to a picoamperemeter (JKT Technology, Kiel, Germany) and calibrated in oxygenfree and air-saturated carbon-free MSM. Using a micromanipulator and a stereomicroscope, the measuring tip of the oxygen microelectrode was inserted stepwise into the membrane. Oxygen concentrations in the matrix were determined each 10 m. The optimal position of the sensor tip (Fig. 1B ) was found to be close to the membrane-medium interface and was indicated by a sensor signal that was approximately 70 to 90% of the signal obtained at the membrane-air interface. After the optimal sensor position was determined, the glass housing of the sensing membrane was glued to the tip of the oxygen microelectrode. Then the amperometric ADOC microbiosensor was provided with a small amount of glucose (10 M glucose solution) for 2 to 3 h before calibration was performed.
For construction of a fiber optic-based microbiosensor, commercially available oxygen optodes with tip diameters of 30 to 140 m (type B2; PreSens, Regensburg, Germany) and an oxygen meter (Microx TX2; PreSens) were used. Using a micromanipulator, the tip of the microoptode was initially inserted into a droplet of pure bacterial cell mass until a thin cell coating was formed. The cell layer was cured for 10 min. Then the tip of the optode was inserted 5 to 10 times into a droplet of cell-loaded PU hydrogel in the opening (inside diameter, 2 mm) of a single-use syringe ( Fig. 1C and D) . The procedure was complete when a cell-loaded hydrogel microsphere (diameter, approximately Ͻ300 m) was formed. The gel microsphere was cured for at least 30 min at room temperature and then stored in carbon-free mineral salt medium. After 1 h, the optical ADOC microbiosensor was ready to use.
To maintain function, the tips of ADOC microbiosensors were inserted into a 10 M glucose solution for 2 h at 21°C twice a week to provide the immobilized cells with organic carbon.
Calibration. ADOC microbiosensors were calibrated in MSM supplemented with concentrations of glucose ranging from 0.01 to 2 mM. Standard solutions were air saturated and used at 21°C and a salinity of 8.5‰. After each measurement in glucose solution, sensors were kept in MSM until the signal returned to the initial value obtained before carbon addition. The insertion time was restricted to a maximum of 6 min to avoid carbon loading of the sensing membrane.
The 90% response time (t 90 )was calculated from the time-dependent linear decrease in the sensor signal immediately after the addition of glucose. Calibration curves were derived from the difference between the signal measured in the 7064 KÖ STER ET AL. APPL. ENVIRON. MICROBIOL.
MSM and the signal measured in glucose containing standard solutions after 2 min (fiber optic-based sensors) and 4 min (amperometric sensors). Calibration curves were normalized to carbon equivalents. Sensor sensitivity was determined from the slopes of the linear parts of the calibration curves. Reproducibility and shelf life. To test the reproducibility of the measurements, we measured concentrations of glucose (0.1, 0.2, 0.5, and 1 mM) in duplicate. The stability of the sensor signal was examined during calibration measurement performed for different times (from hours to days).
Environmental application. Samples of photoautotrophically dominated sediments from shallow-water coastal inlets (Libben; 54°35ЈN, 13°09ЈE; water depth, 3.4 m; Nordrügensche Bodden; southern Baltic Sea, Germany) were obtained with a multicorer (1) in September 2004. The water temperature and salinity determined with probes (LF 196 microprocessor conductivity meter with integrated temperature sensor; Wissenschaftliche Technische Werkstätten GmbH, Weilheim, Germany) were 15.9°C and 8.5‰, respectively. The light intensity determined with a light quantum sensor (LICOR LI-190SZ) directly above the seafloor at the time of sampling (2 p.m.) was 56 mol photons m Ϫ2 s Ϫ1 . The upper 2 mm of the sediment column (diameter, 10 cm; length, 20 cm) was sliced and placed in a plastic dish (diameter, 10 cm). Sediments were overlaid with a 3-mm layer of air-saturated carbon-free MSM. Three microoptodes for measurement of ADOC, oxygen, and light intensity (26) with tip diameters of approximately 400 m, 140 m, and 150 m were used. Microsensors were positioned near each other in a 0.5-cm 2 area at the sediment surface. The ADOC and oxygen sensors were connected to oxygen meters (type TX2; PreSens), and the light sensor was connected to an additional picoamperemeter (JKT Technology, Kiel, Germany). Continuous online measurements of ADOC, oxygen, and light intensity were obtained during light and dark periods at 21°C for 3 days. Data were recorded every 2 min. At the end of the experiment, sediments were thoroughly mixed to determine the water content (21), the total organic carbon and nitrogen contents with an elemental analyzer (Heraeus vario-el) (20) , and the chlorophyll a content as a measure of microphytobenthic biomass (15) .
RESULTS AND DISCUSSION
Our goal was to describe the characteristics of an ADOC microbiosensor that was first used by Neudörfer and MeyerReil (32) to obtain small-scale measurements in oxic sediments. This study was the first step in describing the properties and behavior of the bacteria immobilized and the matrix in order to improve our understanding of biosensor functioning. In addition, we used the fiber optic technology for construction of an ADOC microbiosensor for the first time. Our initial efforts involved monitoring ADOC concentrations with fiber optic-based biosensors in aquatic environments. In a case study simultaneous microsensor measurements of the ADOC and oxygen concentrations and the light intensity at the sediment surface provided detailed insight into the short-term dynamics of ADOC during light and dark periods.
Isolation of bacterial strains suitable for ADOC microbiosensors. All 10 isolates investigated originated from brackish waters (salinity, 8.5‰). For construction of ADOC sensors we selected only isolates that exhibited aerobic growth in MSM supplemented with 1% (wt/wt) glucose as the sole carbon source. Of the three isolates characterized by rapid growth and a high oxygen consumption rate, the one (strain GB1) with the broadest substrate spectrum (lowest substrate selectivity) was chosen. This strain had an oxygen consumption rate of 6.4 to 8.7 mol O 2 h Ϫ1 in MSM at 21°C. Phylogenetic and physiological characteristics of the bacterial isolate. Phylogenetic analyses revealed that the chemoorganotrophic bacterial strain selected was closely related to the aerobic gram-positive organism Staphylococcus warneri (level of similarity, 99.07%). This conclusion was supported by morphological and physiological data ( Table 1) .
Preconditioning of cells. An important criterion for the functioning of an ADOC biosensor is that the microbial cells that are immobilized are preadapted to easily degradable organic carbon compounds (e.g., glucose). It is assumed that preincubation with substrates results in induction of microbial transport proteins and stimulation of degrading enzymes (39) . To ensure that the bacteria that were going to be immobilized had high metabolic activity, cells were grown in glucose-supplemented ZB medium. Freshly grown cells of S. warneri GB1 had an oxygen consumption rate of 46 mol O 2 h Ϫ1 in ZB medium at 21°C 2 h after inoculation. The cells used for immobilization ideally should be repeatedly cultured on glucosesupplemented ZB medium and harvested during the late exponential or early stationary growth phase (optical density at 578 nm, Ͼ0.4). Harvesting cells from these growth phases is thought to be advantageous as (i) the cells exhibit relatively high metabolic activity and (ii) there is high enzyme stability.
Electron transport system-based analyses of preconditioned cell cultures showed that the percentage of cells with active respiration varied during growth (Fig. 2) . The percentage of CTC-positive cells was highest (42%) in the early exponential growth phase (2.5 h after inoculation) and decreased to 22% in the late exponential growth phase (3.5 h after inoculation). As the cells of S. warneri GB1 were relatively small (Յ1 m), formazane granules, formed by the reduction of CTC, might have been too small to be detected, and therefore the number of CTC-positive cells may have been underestimated. Despite this limitation, our results show that the respiration-based analysis which we used was suitable for revealing changes in bacterial respiratory activity in different growth phases. Chemical and geometric properties of sensing membranes. Besides the biological component, the chemical composition and the geometric features (e.g., "bioactive" surface area, shape, thickness, and pore volume) of the sensing membranes are important factors that influence the response and sensitivity of biosensors. The first ADOC microbiosensor described by Neudörfer and Meyer-Reil (32) contained aerobic chemoorganotrophic bacteria or yeast cells that were immobilized in a matrix consisting of PVA. To improve the diffusion and permeability characteristics of the sensing membrane of the ADOC sensor, microorganisms were entrapped in PU-based hydrogels in later studies (21, 22) , as they were in this study. Compared to conventional PVA immobilization methods, PUbased membranes provide greater mechanical stability and elasticity (31) and greater porosity and are thought to be chemically inert and not degradable by microorganisms.
Comparing PVA membranes and PU-based membranes with comparable cell loading characteristics (the wet weight of cell material accounted for 35% of the total wet weight of the membrane), we found that the concentrations and distributions of oxygen differed inside the sensing membranes (Fig. 3) . In gels consisting of PVA exclusively, steep gradients of O 2 were established at the interfaces of the sensing membrane. Whereas the chemical composition primarily determines the diffusion characteristics of the sensing membrane, the thickness and surface area influences the response time of the sensor. The matrices should be as thin as possible, resulting in a short diffusion distance and providing a fast response time. In addition, thin matrices exhibit less "memory effect" resulting from carbon remnants than thick matrices exhibit. In our study, fiber optic-based biosensors were coated with spherical sensing membranes that were approximately 100 to 200 m thick, whereas amperometric biosensors had a planar sensing membrane whose thickness ranged from 850 to 1,500 m (Fig. 1) . The 90% response times of the fiber optic-based microsensors (t 90 , 1.0 to 1.5 min) were generally two-to threefold less than those of the amperometric microsensors (t 90 , 3 to 5 min), reflecting the shorter diffusion paths between the surfaces of the matrices and the reactive surfaces of the sensors. Microbial biomass and cell distribution in sensing membranes. Besides the chemical and geometric properties of the membrane, the density and distribution of the cells entrapped in the sensing membrane are essential factors which influence the response of a sensor. Scanning electron micrographs (Fig.  4) revealed that immobilized cells of S. warneri GB1 were loosely packed and homogeneously distributed in freshly constructed membranes. Only a very few dividing cells were entrapped in the membranes. Small spaces around the cells and microchannels in the hydrogel were thought to enhance the porosity of the matrix and to guarantee that gases and solutes could be easily delivered to the cells and that wastes could be efficiently removed.
We found that the optimal cell load was in the range from 35 to 55% of the total membrane wet weight. A lower cell load resulted in a weak response, whereas a higher cell load resulted in a nonresponding sensor (data not shown) due to the limited permeation of gases and substrates. From these observations, we concluded that the amount of cells immobilized in the sensing membrane plays an important role in the response of a microbiosensor. A similar trend has been reported for macroscale biological oxygen demand sensors. Previously, some authors (5, 40) showed that with immobilized Bacillus subtilis cells (on dialysis membranes) and Pseudomonas sp. cells (on cellulose nitrate membranes) there was an initial increase in the response of the sensors with increasing cell loads and that the sensor signal subsequently decreased with higher cell loads.
Exposure of sensing membranes to changing environmental conditions (such as changes in the nutrient supply in calibration solutions and natural water samples, temperature, and salinity) influences the biomass and distribution of immobilized cells. Substrates added to the sensing membranes are potential nutrient sources that could induce growth of the immobilized bacteria (45) and might limit diffusion due to biomass accumulation. With prolonged exposure time decaying cells release nutrients that might be an additional nutrient source for viable bacteria in the membrane. Wijffels (46) reported changes in bacterial biomass and distribution in carrageenan gel beads (radius, 1 mm). Microscopic images revealed that initially small microcolonies of entrapped Nitrosomonas europaea were homogeneously distributed over the gel beads. With increasing duration of cultivation, pronounced bacterial biomass gradients were formed. After 49 days of cultivation, about 90% of the total biomass was localized in large colonies near the bead surface down to a depth of 100 m.
Response of the sensors to labile organic carbon. The response of an ADOC sensor to labile organic carbon is specific for the bacterial strain used and depends on the physiological potential (substrate spectrum and sensitivity) of the immobilized bacteria. In this study we defined ADOC as all of the labile organic compounds that were respired by the S. warneri strain used within a few minutes. This means that some substrates that are rapidly used by other bacterial strains might not have been included in the ADOC. Additionally, it is necessary to consider the fact that natural ADOC consists of a complex mixture of organic substances that are different sizes and have different diffusion coefficients, resulting in a highly variable distribution and concentration of organic substances in the hydrogel, thus influencing the response of the bacteria.
The responses of ADOC microbiosensors to selected dissolved organic compounds are shown in Fig. 5 . There was a strong response to glucose, L-glutamic acid, and sodium acetate. The response to L-aspartic acid was weakened, and no reaction to glycine or serine was detected. The responses of the ADOC sensors coincided with the results of the Biolog microplate analyses ( Table 2) , showing that Biolog microplates are suitable tools for screening the spectrum of substrates that are immediately utilized by the cells used in the ADOC sensors.
To calibrate ADOC sensors, a mixture of different carbon sources that is similar to the natural composition of ADOC is desirable. However, as analysis of ADOC is still a challenge in microbial ecology and we focused on a preliminary approach to ADOC quantification, the sensor's response was standardized using only a single carbon source (glucose). The ADOC microbiosensors generally exhibited a linear response at low glucose concentrations (for fiber optic-based sensors, 0 to 200 M, equivalent to 0 to 14.4 mg C liter Ϫ1 ; for amperometric sensors, 0 to 300 M, equivalent to 0 to 36.0 mg C liter Ϫ1 ) and a nonlinear response at higher concentrations ( Fig. 6 and 7) . The nonlinear response at high glucose concentrations might be explained by substrate saturation of the immobilized cells. Prolonged recovery phases of the sensors revealed that more time was required by the cells to consume the excess organic carbon ("memory effect"). Sensors responding to relatively high glucose concentrations reached the steady state only after a long time (15 min to 2 h), whereas sensors responding to low glucose concentrations returned to a steady state in carbonfree MSM within a few minutes. Generally, fiber optic-based biosensors and amperometric microsensors had t 90 of 1.0 to 1.5 min and 3 to 5 min, respectively (Fig. 6) . The detection limit of ADOC microbiosensors was equivalent to approximately 6 to 10 M glucose, depending on the type and individual characteristics of the sensors. Duplicate measurements for 0.1, 0.2, 0.5, and 1 mM glucose solutions deviated less than 10% (data not shown). In addition, newly constructed fiber optic ADOC microbiosensors responded immediately (within 1 h) to glucose, whereas amperometric sensors responded to glucose after approximately 5 h of preconditioning, which was necessary for membrane soaking and activation of the immobilized cells in a carbon-containing medium.
Unsoaked cell-loaded membranes used for amperometric ADOC biosensors could be stored separately for 6 to 8 weeks at 4°C. As soon as the membranes were soaked in carboncontaining medium for 1 to 2 h at 21°C, the immobilized bacteria were reactivated and responded immediately to labile organic carbon. The preparation of high numbers of membranes could facilitate ADOC sensor construction as timeconsuming processes such as cultivation and preconditioning of the cells are not necessary. A promising idea for further sensor development is to have ADOC sensors with replaceable membranes, which would allow (i) replacement of only the biological component while the same transducer (O 2 microelectrode) was used and (ii) varying the substrate response of the immobilized bacteria by using different bacterial strains or natural microbial populations. FIG. 6 . Responses of amperometric (a) and fiber optic-based (b) ADOC sensors to glucose at 21°C. The sensors were alternately inserted in carbon-free mineral salt medium (M) and solutions containing glucose at concentrations ranging from 100 to 1,000 M. After addition of glucose, the time-dependent current signal of the sensor decreased as oxygen was consumed by the immobilized aerobic bacteria responding to glucose. The dotted line indicates the sensor signal before glucose addition.
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Shelf life and sensitivity of sensors. The shelf life of ADOC microbiosensors was up to 2 weeks when sensors used for ADOC measurements were kept in carbon-free MSM at 21°C during nonmeasuring periods. The sensitivity of the sensors decreased with prolonged shelf life, as shown for two examples in Fig. 8 . The highest sensitivities of amperometric sensors 69 and 82 were observed on days 1 and 10 and on days 3, 4, and 12, respectively, after construction. The reason for the temporary decreases in the sensitivity of sensor 69 on days 2 and 6 is unclear as the individual "prehistory" of each sensor was not studied in detail. A temporary excess of organic carbon, as well as unfavorable microenvironmental conditions (e.g., microbial production of inhibiting substances), might have been responsible for reduced aerobic respiration of the immobilized cells. After 2 weeks, the signals of sensors 69 and 82 decreased by approximately 10 to 80% compared with the initial signal depending on the glucose concentration. Alterations in the distribution of microbial biomass, the cell viability, and the permeability properties of the sensing membrane might have caused the decrease in sensitivity with time. The sensitivity also drastically decreased when the sensor was continuously supplied with high glucose concentrations (Ͼ1 mM; 72 mg C liter Ϫ1 ) for several days (data not shown). The initial sensitivity of the sensor was retained when glucose was added after 3 days of nutrient depletion. These observations revealed that the respiration activity of the immobilized cells was influenced by the nutrient availability and the duration of nutrient exposure. Similar observations were reported by Leenen et al. (27) , who studied the dynamics of growth and death of immobilized nitrifying cells (N. europaea) in carrageenan gel beads during 40 days of cultivation. These authors found that the number of viable cells was reduced at high substrate concentrations, which led to decreasing aerobic respiration rates, whereas the number of viable cells near the surface of the gel beads increased again after a period of nutrient depletion. Other investigators have also reported reduced sensitivity of immobilized cells after only a few days. Hyde et al. (17) described reduced efficiency for Pseudomonas aeruginosa entrapped in polytetrafluoroethylene, which was reflected in a 26% reduction in substrate turnover on day 2. After 5 days substrate turnover was not detectable. FIG. 7 . Calibration curves for amperometric (a) and fiber opticbased (b) ADOC sensors responding to glucose at 21°C. The response of the amperometric sensor was recorded 1 and 2 days after sensor construction, whereas the response of the fiber optic-based sensor was detectable 1 and 19.5 h after it was manufactured. The calibration curves were derived from the differences in the sensor signals measured in the air-saturated carbon-free medium and the glucose solution. Environmental application of ADOC microbiosensors. Although numerous novel microbial biosensors have been developed for measurement of various organic and inorganic compounds during the last decade, the environmental application of biosensors is still limited. In particular, determination of the amount of organic carbon in aquatic habitats that is instantaneously utilizable by microbes is a key variable that can be monitored with microbial ADOC biosensors. The information obtained provides valuable information concerning spatiotemporal variations in ADOC and thus contributes to our understanding of the carbon flux through microbial communities.
Until now, data based on the use of ADOC microbiosensors for environmental monitoring have been very scarce. Using amperometric ADOC microbiosensors, the concentrations and pool sizes of labile organic carbon have been determined in coastal sediments of the Nordrügensche Bodden (southern Baltic Sea) (21, 22) . These studies indicated that spatial variations in ADOC concentrations were related to sediment characteristics and microbial activity.
The general limitations of amperometric sensors (e.g., oxygen consumption, signal drift, fragility, time-consuming construction) prompted the development of optically based microbial macrobiosensors that have been used recently for measurement of biological oxygen demand (5, 34) . This study was the first attempt to use a newly developed optical ADOC microbiosensor that has numerous advantages compared to electrochemical sensors (e.g., easier construction and handling, no polarization, no signal drift, no electrical disturbance). The goal of this study was to use fiber optic-based microsensors to monitor short-term variations in ADOC in a laboratory experiment.
Microsensor-based measurements were obtained for sandy FIG. 9 . Short-term variations in light intensity (a), oxygen (b), and ADOC (c) measured with fiber optic-based microoptodes at the sediment surface of photoautotrophically dominated sediments. The data show that the ADOC concentration (expressed as the difference in oxygen saturation signal between the oxygen sensor and the ADOC sensor) increased shortly after microphytobenthic oxygen production reached its maximum value at 1:00 p.m. ADOC continuously accumulated for several hours (shaded areas). Then the O 2 demand of respiring bacteria caused a decrease in O 2 saturation coinciding with a decrease in the net concentration of ADOC. Whereas ADOC was immediately consumed during the dark period on days 2 and 3, relatively high ADOC concentrations remained during the dark period on day 1, probably because of additional sources of dissolved organic substrates (e.g., release of ADOC by dead and decaying animals) that counteracted the immediate consumption of photoautotrophically produced ADOC. The open and shaded bars above the curves indicate the lengths of the light and dark periods, respectively.
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MEASUREMENT OF ADOC 7071 photoautotrophically dominated surface sediments (depth, 0 to 2 mm) of the Nordrügensche Bodden (southern Baltic Sea). These sediments had a water content of 24% and a total organic carbon content of 0.2%. A chlorophyll a concentration of 15.0 g cm Ϫ3 indicated that there was a relatively large active microphytobenthic biomass. Variations in ADOC, oxygen, and light intensity were measured by microoptodes during cycles consisting of 12 h of light and 12 h of darkness. The light intensities measured at the sediment-water interface during the light periods ranged from 1 to 39 mol photons m Ϫ2 s
Ϫ1
and were similar to in situ light intensities (Fig. 9A) . Increases in light intensity were paralleled by increases in oxygen concentration, indicating that there was photosynthetic oxygen production by benthic microalgae (Fig. 9B) . In the dark, decreases in the oxygen concentration were caused by microbial aerobic respiration. The ADOC concentrations above the sediment surface ranged from 7.8 to 32.5 mg liter Ϫ1 . These values were similar to ADOC concentrations measured for the pore water of estuarine surface sediments (depth, 0 to 1 cm) of the southern Baltic Sea (slightly muddy sand), where the maximum ADOC concentration was 37.7 mg liter Ϫ1 (corresponding to 20.8 g cm Ϫ3 ) (22) . It was especially interesting that the ADOC concentration increased shortly after the maximum oxygen production was observed. This increase lasted for approximately 6, 3, and 7 h on days 1 to 3 before the ADOC was consumed by microbial aerobic respiration in the following 16, 20 , and 17 h, respectively. The rapid consumption of microbially available organic carbon observed on day 1 was due to high ADOC turnover, whereas the decreasing ADOC consumption rates observed on days 2 and 3 were due to a decrease in ADOC turnover. It is assumed that incubation effects might be responsible for changes in ADOC turnover; the signal fluctuations of the oxygen sensor and ADOC sensor were much greater on the first day and decreased on the second and third days, when the benthic system became more stabilized. Our results revealed turnover times for newly produced ADOC of about 7 to 20 h for the sediment investigated. This is in the range for the turnover times of easily degradable organic in coastal sediments analyzed by Meyer-Reil and Faubel (30) using radiolabeled substrates.
The preliminary results of our time series experiment enabled us to obtain insight into the temporal scales of major microbial processes that influence the pool size and the turnover of labile organic carbon in benthic (micro)habitats. For ongoing spatiotemporal investigations of ADOC it is very important to utilize the numerous advantages of fiber optic-based biosensors and to improve their biochemical and physiological characteristics. Information concerning the influence of various environmental parameters on the biomass distribution, activity, and physiological state of the immobilized cells in biosensor membranes is essential for understanding their functioning. Based on the results of this study, improved ADOC microsensors with defined characteristics will be used for ongoing investigations that focus on short-term observations of carbon that is instantaneously available to microbes and its turnover in various pelagic and benthic (micro)environments.
